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Foreword

This standard replaces SN/T 2575-2010 "Import and export royal jelly in a variety of pyrele

pesticide residues detection method." Compared with SN/T 2575-2010, the main changes

are as follows.

- Standard text format is modified to national standard text format for food safety;

- standard name "import and export royal jelly" to "royal jelly";

- increase the "other food reference implementation" in the standard range.

This standard replaced the previous version of the standard release.
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-SN/T 2575-2010.

National standards for food safety Determination of permethrin residues in royal jelly by gas

chromatography

1 Scope

This standard specifies the royal jelly in the bifenthrin, fenpropathrin, cyhalothrin,

permethrin, cypermethrin,, Determination of Pesticide Residues of Fenpropathrin,

Fenvalerate and Deltamethrin by Gas Chromatography.

This standard applies to royal jelly in the buprofeix, fenpropathrin, cyhalothrin, permethrin,

cypermethrin,, Fenvalerate,, deltamethrin pesticide residues determination, other food can

refer to the implementation.

2 Normative reference documents

The following documents are indispensable for the application of this document. For dated

references, only the dated edition applies to this article Pieces. For undated references, the

latest edition (including all modifications) applies to this document.

GB 2763 National Standard for Food Safety - Maximum Residue Limit of Pesticides in

Foodstuffs GB/T 6682 Analytical laboratory water specifications and test methods

3 Principle

The pyrethroid pesticide residues in the sample were extracted with a mixture of n-hexane

acetone (1 1, V/V) and purified by a Florisil solid phase extraction column Purification, gas

chromatography - electron capture tester, external standard method.

4 Reagents and materials

Unless otherwise specified, all reagents are of analytical grade and water is in accordance

with the primary water specified in GB/T 6682.

4.1 Reagents

4.1.1

ether (C4H10O). pure chromatography.

4.1.2

n-hexane (C6H14). pure chromatography.
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4.1.3

Acetone (C3H6O). Chromatographic pure.

4.1.4

Sodium chloride (NaCl).

4.1.5

anhydrous sodium sulfate (Na2SO4). 650 °C burning 4h, in the dryer to cool to room

temperature, stored in a sealed bottle in reserve.

4.2 Standards

4.2.1

Bifenthrin, fenpropathrin, cyhalothrin, permethrin, cypermethrin,, fenpropathrin, fenvalerate,

Deltamethrin standard substance. purity >=99%, see Appendix A.

4.3 Standard solution preparation

4.3.1

Bifenthrin, fenpropathrin, cyhalothrin, permethrin, cypermethrin,, fenpropathrin, Pyrethrin,

deltamethrin standard solution. accurately weighed the appropriate amount of standard

material, with n-hexane dubbed the concentration of 100 g/mL standard stock solution.

According to the need to use n-hexane diluted to the appropriate concentration of mixed

standard working solution. Store in 4 °C refrigerator.

4.4 Materials

4.4.1

Florisil Solid Phase Extraction Column. (6 mL, 1 g) or equivalent. Use a 10 mm high

anhydrous sodium sulphate layer in the front column 5 mL n-hexane elution activated solid

phase extraction column.

5 Instruments and equipment

5.1

Gas Chromatograph. Electron Capture Tester (ECD).

5.2

Analysis of balance. 0.01 g and 0.0001 g.

5.3

Vortex Mixer.
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5.4

Centrifuge. speed greater than 5 000 r/min.

5.5

nitrogen blowing instrument.

5.6

Rotary evaporator.

6 Preparation and storage of samples

Take about 500g of the sample, the sampling site according to GB 2763 Appendix A

implementation, will be forced to stir evenly, into the clean container Seal, and mark the

mark. Save below -18 ° C. During the operation of the sample preparation, the

contamination of the sample or the change in the content of the residue should be

prevented.

7.1 Extraction

Weigh 2 g sample (accurate to 0.01 g) in 50 mL centrifuge tube, add 10 mL water vortex

mixed 1 min, standing 5 min. Add 20 ML n-hexane acetone (1 1, volume ratio) mixed

solvent, vortex mixed for 1 min, centrifuged at 4000 r/min for 3 min, the upper organic

phase Transferred into the concentrated bottle. Add 10 mL of n-hexane acetone (1 1,

volume ratio v/v) mixed solvent, repeated extraction time, Combined with the upper organic

phase, below 45 °C in the water bath under reduced pressure to near dry, to be purified.

7.2 Purification

The residue in the concentrated flask was washed twice with 3 mL of n-hexane and

transferred to a Florisil solid phase extraction column. With 5 mL of n-hexane the eluate

was discarded and eluted with 10 mL of n-hexane + diethyl ether (9 + 1, v/v) mixed solvent.

The eluate was collected in 10 mL of glass Centrifuge tube, in the 45 °C water bath with

nitrogen blowing slowly blown to dry, with n-hexane dissolved and set to 0.5 mL, for gas

chromatography.

7.3.1 Gas Chromatographic Reference Conditions

A) Column. HP-50 quartz capillary column, 30 m x 0.32 mm (inner diameter) x 0.25 µm

(film thickness), or equivalent;

B) column temperature. 70 °C for 1 min, at 20 °C/min heating rate rose to 270 °C, keep 1

min, at 2 °C / Min heating rate rose to 280 °C, keep 10 min;

C) Inlet temperature. 270 ° C;
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