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What this standard covers

This standard applies to: Direct radiographic method recorded on X-ray film X-ray images
using the-X-ray radiography cassettes and changer. This standard applies: with intensifying
screen-X-ray photography Cartridges and changer. This standard does not apply to
special-X-ray photography Cartridges such as
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