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What this standard covers

This standard applies to: diagnostic imaging system the image display device, example:

digital radiography, digital subtraction angiography, computed tomography, magnetic

resonance imaging, ultrasound diagnostic equipment, nuclear medicine. This test method is

based on test pattern use basis. This standard does not apply to indirect fluoroscopy

system video monitor. This standard is a special publication (standards and technical

reports) series part, such as IE, 61223-1 (see Chapter 2) above, It gives diagnostic imaging

system performance stability test methods.
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