
ICS 11.040.50

CCS C 43

NATIONAL STANDARD OF THE

PEOPLE'S REPUBLIC OF CHINA

GB/T 17006.7-2003

Evaluation and routine testing in medical imaging departments
-- Part 2-7: Constancy tests -- Equipment for intra-oral dental

radiography excluding dental panoramic equipment

(English Translation)

Issued on: June 24, 2003 Implemented on: December 1, 2003

Issued by: General Administration of Quality Supervision, Inspection and

Quarantine of the People Republic of China

Chinastandards.org

Preview: page 1 of 2 shown, 10 in the full document. Complete English PDF, instant download:

https://chinastandards.org/standards/gb-t-17006-7-2003

https://chinastandards.org/standards/gb-t-17006-7-2003


Table of Contents

What this standard covers .................................................................................................... 1

Document data ..................................................................................................................... 2

What this standard covers

This standard specifies: Diagnostic job stability of each subsystem X-ray equipment Test

methods. GB/T 17006 This standard applies: without digital image device intraoral dental

X-ray equipment.
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