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What this standard covers

This standard specifies: lower limb prostheses static and dynamic testing process. In this
process, except in special cases, force is generated by a test compound Test load. On the
test sample depending on the load of each component of composite load Peak, these
peaks typically occur during walking stance phase when different moments. GB/T 18375
Description test method is applicable to the calf (BK) prostheses, knee disarticulation
prostheses and thighs (AK) prosthesis. GB/T 18375 This standard specifies: For
compliance with GB/T 18375. 3-2001-4. 3. 2 and 4. 4 under different loading conditions and
load level test case
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