
ICS 29.100.01

NATIONAL STANDARD OF THE

PEOPLE'S REPUBLIC OF CHINA

GB/T 29628-2013

Guides for methods of measurement of the magnetic properties
of permanent (magnetically hard) materials by pulsed field

magnetometry

(English Translation)

Issued on: July 19, 2013 Implemented on: December 2, 2013

Issued by: SAMR; SAC

Chinastandards.org

Preview: page 1 of 5 shown, 22 in the full document. Complete English PDF, instant download:

https://chinastandards.org/standards/gb-t-29628-2013

https://chinastandards.org/standards/gb-t-29628-2013


Table of Contents

Foreword .............................................................................................................................. 3

Introduction .......................................................................................................................... 4

1 Scope ................................................................................................................................ 5

2 Normative references ........................................................................................................ 5

3 Terms and definitions ........................................................................................................ 5

4 Measuring principle ........................................................................................................... 6

5 Specimen sizes ................................................................................................................. 7

6 Basic components ............................................................................................................. 7

7 Effects of temperature ..................................................................................................... 16

8 Calibration ....................................................................................................................... 17

9 Reproducibility ................................................................................................................. 19

10 Test report ..................................................................................................................... 19

Annex A (informative) Measurement comparison .............................................................. 21

Bibliography ........................................................................................................................ 22

1 Scope

This Standard specifies the method for measuring the magnetic properties of permanent

magnet (magnetically hard) materials using a permanent magnet pulse measuring

instrument.

This Standard is applicable to the measurement of magnetic properties of permanent

magnet materials with high intrinsic coercivity, such as rare earth cobalt and rare earth iron

boron.

The method specified in this Standard is an open circuit measurement method. The

measurement method for the magnetic properties of permanent magnet materials in a

closed magnetic circuit is specified in GB/T 3217. The comparison of measurement curves

between this Standard and GB/T 3217 for the same test object can be found in Annex A.

2 Normative references

The following referenced documents are indispensable for the application of this document.

For dated references, only the edition cited applies. For undated references, the latest

edition of the referenced document (including any amendments) applies.

GB/T 2900.60, Electrotechnical terminology -- Electromagnetism [IEC 60050(121)]
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GB/T 3217, Method of test of the magnetic properties of permanent magnetic (magnetically

hard) materials (IEC 60404-5)

GB/T 9637, Electrotechnical terminology -- Magnetic materials and components [IEC

60050(221)]

IEC 60050 (151), International electrotechnical vocabulary - Part 151: Electrical and

magnetic devices

3 Terms and definitions

For the purposes of this document, the terms and definitions defined in GB/T 2900.60,

5 Specimen sizes

All results in this Standard are based on cylindrical specimens with a size range from a

maximum diameter of 30 mm and a maximum length of 25 mm to a minimum diameter of 5

mm and a minimum length of 5 mm. But the specimen is measured in an open magnetic

circuit, so there is no direct limitation on the size of the specimen. If the eddy current effect

can be compensated for and the design of the testing instrument meets the requirements of

a uniform magnetic field zone, then both large and small specimens can be measured.

6 Basic components

6.5.2 "Zero signal" Perform a permanent magnet pulse measurement without loading the

specimen. The apparent magnetic polarization signal obtained by the system at this time is

generally referred to as the "zero signal". For a precisely designed and manufactured

testing system, the signal shall be smaller and have good repeatability compared to the

signal generated by the specimen.

The "zero signal" is caused by eddy currents within the conductive material of the

magnetized solenoid and other factors within the magnetization field region. The amplitude

and waveform of the signal shall vary under different magnetic field strengths.

Before measuring the sample, the "zero signal" shall be measured in advance under the

same magnetic field conditions without the sample. The sample measurement results can

only proceed to the next step of data processing after deducting this "zero signal".

If the "zero signal" accounts for 1% of the entire measurement signal and the change in the

"zero signal" between two measurements is 10%, then the measurement error of magnetic

polarization intensity J caused by the "zero signal" is about 0.1%.
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6.1 Software and hardware conditions for testing

- Magnetic field generator; including.

- Capacitive discharge power supply; Magnetized solenoid.

- Magnetic polarization strength and magnetic field strength testing coil;

- Data collection and digitization equipment; including.

- integrator;

- Digital devices.

- Data processing software with the following functions.

- "Zero signal" processing;

- Positioning of J (H) hysteresis loop;

- Self demagnetization correction;

- Low pass filtering;

- Eddy current correction.

6.2.1 Overview

Under conditions where the energy is sufficient to saturate the specimen magnetization, the

repeatability of the capacitor charging voltage is relatively unimportant. The only sensitivity

to voltage repeatability is the correction of the "zero signal" (see 6.5.2). ±1% voltage

repeatability is relatively easy to achieve. Reaching this level shall not affect the correction

of the 'zero signal'. In general, the voltage repeatability can reach ±0.1%.

6.2.3.1 Peak magnetic field strength

The impedance of a magnetized solenoid can affect the strength of the magnetic field.

The peak magnetic field strength generated by the magnetized solenoid shall cause the

specimen to reach magnetization saturation in both positive and negative directions, with a

margin of+10%. The required magnetic field strength depends on the material, orientation,

and self-demagnetization factor of the specimen.

6.2.3.2 Dimensions

The magnetized solenoid shall have a certain volume to accommodate the specimen and

test coil system.
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6.2.3.3 Magnetic field uniformity

The magnetic field uniformity within the entire specimen area shall be within ± 1%.

6.2.3.4 Magnetic field frequency

The magnetic field shall have a low time change rate dH/dt to avoid generating large eddy

currents in conductive samples and to facilitate the correction of eddy current effects.

6.3.1 Overview

The permanent magnet pulse measurement method uses the values of the magnetic

polarization intensity of the specimen induced by the test coil and the magnetic field

intensity of the specimen. The test coil includes.

- Magnetic polarization strength testing coil (J coil);

- Magnetic field strength testing coil (H coil).

6.3.2 J coil

The J coil is composed of a test coil and a compensation coil connected in series and

reversed. The test coil and the compensation coil have equal ampere turns, but the degree

of coupling with the specimen is different, so the measured magnetic polarization strength

of the specimen does not include the magnetic field signal. The J to become measurement

results.

After the above processing, the J signal plots the synchronized H signal to obtain the J (H)

hysteresis loop. The B (H) hysteresis loop can be obtained by converting the J (H)

hysteresis loop.

For the measurement results of conductive permanent magnet specimens, the influence of

eddy currents needs to be corrected.

6.5.3 Positioning of J (H) hysteresis loop

Although the external magnetic field increases from zero and eventually returns to zero, the

initial magnetic polarization strength of the specimen is unknown (the initial magnetic

polarization strength signal is related to the magnetization state of the specimen).

Therefore, it is necessary to perform positioning processing on the return line. If the

specimen reaches magnetization saturation in both positive and negative directions, the

midpoint between the positive and negative residual magnetic polarization values can be

considered as J=0.
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