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What this standard covers

This standard specifies the type of monitoring equipment acceptance form, right kind of
monitoring equipment can be expected on the possible measuring range and ability to
provide a general guide, and that fit in when and where the use of such monitoring
equipment. This section applies to normal operation and anticipated operational
occurrences case of continuous monitoring of radioactivity in gaseous effluents equipment.
This section does not apply to a specific device in case of accident. Used in case of an
accident may be required to meet specific equipment other performance requirements. This
section is limited to continuous monitoring of radioactivity in gaseous effluents equipment,
not for sampling and laboratory analysis equipment. The purpose of this section is required
to be given to comply with the general requirements and continuous monitoring of
radioactivity in gaseous effluents equipment inspection methods. This section provides the
general characteristics of this type of monitoring equipment, general test methods, radiation
characteristics, electrical characteristics, safety features and environmental characteristics
as well as equipment identification and inspection certificate. If the device is continuously
monitoring nuclear radiation centralized part of the system may need to increase the
requirements related with other systems.
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