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What this standard covers

This standard specifies the concrete chloride ion flux detector (hereinafter referred to as

Dentsu meter) classification and marking, composition, conditions of use and materials,

requirements, test methods, inspection rules, marking, packaging, transport and storage.

This standard applies to Dentsu meter design, production and quality inspection.
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