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What this standard covers

This standard applies to measuring range (0 ~ 30) mm tobacco fill value analyzer
calibration.

Document data

International classification (ICS): 17.040.
Chinese classification (CCS): A52.

Estimated length of the Chinese original: 14,116 words.

Standards quoted by this document

JJF 1001-1998; JJF 1094-2002; GB/T 18771.4-2002; JJF 1130-2005
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