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What this standard covers

This standard applies to the measurement of anti-static surface resistance of the surface

resistance tester (hereinafter referred to as the tester) for calibration. This specification

does not apply to other uses of the surface resistance tester calibration.

Document data

International classification (ICS): 17.220.

Chinese classification (CCS): A55.

Estimated length of the Chinese original: 22,235 words.

Standards quoted by this document

JJF 1001-1998; JJF 1059-1999; JJF 1094-2002; JJF 690-2003; GB/T 1410-2006; GB/T

10064-2006; IEC 61340-4-1-2003; ANSI/ESD S7.1- 2005
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