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What this standard covers

This Standard applies to calibrate medical ultrasonic sound field measurement system.

Document data

International classification (ICS): 17.140.

Chinese classification (CCS): A59.

Estimated length of the Chinese original: 17,152 words.

Standards quoted by this document

JJF 1001-2011; JJF 1034-2005; JJG 1070-2011; JJF 1189-2008; GB 3102.7-1993; GB/T

16540-1996; IEC 62127-1; IEC 62127-2
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