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What this standard covers

This Standard applies to a constant magnetic field measurement range 250??T ~ 250??T

door magnetic flux intensity meter calibration.

Document data

International classification (ICS): 17.220.

Chinese classification (CCS): A55.

Estimated length of the Chinese original: 21,225 words.
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