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What this standard covers

This standard applies to medical syringes initial verification, follow-up tests and in-service
inspection.

Document data

International classification (ICS): 17.220.

Chinese classification (CCS): A56.

Estimated length of the Chinese original: 28,291 words.
Adopted international standard: OIML R89, IDT.

Supersedes the earlier edition JJG 543-1996.
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