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What this standard covers

This standard is applicable to the first verification, subsequent verification and in-use

inspection of the laboratory universal ion meter for measuring the ion activity in the solution

by the electrode potential method.

Document data

International classification (ICS): 17.220.20.

Chinese classification (CCS): A55.

Estimated length of the Chinese original: 21,247 words.

Supersedes the earlier edition JJG 757-2007.

Chinastandards.org

1

Preview: page 2 of 2 shown, 14 in the full document. Complete English PDF, instant download:

https://chinastandards.org/standards/jjg-757-2018

https://chinastandards.org/standards/jjg-757-2018

