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What this standard covers

This standard specifies the technical requirements for clinical laboratories to formulate
reference intervals for quantitative test items. This standard applies to clinical laboratories
that establish reference intervals for quantitative test items.

Document data

International classification (ICS): 11.020.
Chinese classification (CCS): C50.
Estimated length of the Chinese original: 17,113 words.

Supersedes the earlier edition WS/T 402-2012.

1

Preview: page 2 of 2 shown, 11 in the full document. Complete English PDF, instant download:
https://chinastandards.org/standards/ws-t-402-2024


https://chinastandards.org/standards/ws-t-402-2024

