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What this standard covers

This standard specifies the analytical quality requirements (allowable imprecision, allowable

bias and allowable total error) for common items in clinical chemistry tests. This standard is

applicable to internal quality control, external quality evaluation and performance

verification of medical institution clinical laboratories.
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