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What this standard covers

This standard specifies the method for evaluating the total error of analysis of clinical
guantitative detection methods. This standard is applicable to the evaluation of the total
error of analysis of quantitative detection methods by clinical laboratories, instrument or
reagent manufacturers in the process of establishing detection methods.
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